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lowering of the overflow funnel or reaming out of the hole in the
diaphragm will make it so. The overflow funnel should be pro-
vided with a lid to keep out dust.

The thermometers for
reading the temperature of
the inlet and outlet water
should be divided on the
Centigrade scale into tenths
of a degree, and they should
be provided with reading
lenses and pointers, such as
are shown in Fig. 17, that
will slide upon them. The
thermometers are held in
place by corks fitting the
inlet and outlet water boxes.
The positions of these ther-
mometers should be inter-
changed every month. The
thermometers for reading the
temperature of the air near the
instrument and of the effluent
gas should be divided on the
Centigrade scale into degrees.

The flow of air to the
burners is determined by
the degree to which the
passage is restricted at the
inlet and at the outlet. The
blocks c which determine
the restriction at the inlet'
are made of metal ^ inch
or about 5 millimetres thick,
while the holes round the lid
which determine the restric-
tion at the outlet are five in
number and are -f- inch or
16 millimetres in diameter.
The thermometer used for
finding the temperature of
the effluent gas is held by a
cork in the sixth hole in the
lid so that the bulb is just above the upper coil of pipe.

The calorimeter should stand on a table by the side of a sink
so that the condensed water and hot-water outlets overhang and
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FIG. 16.
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